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MEMORANDOM FOR: THE RECORD

BUBJBCT: Trip Report, ‘ 25X1
1. and Plsce of Meeting: 1b Pebruary 1957, at 3?;1 3

25X1

a. RCA had ready for delivery, the following items:
(1) 5 Type B Microphones
(2) 6 Typs B-A microphones
(3) Response curves for the above micropbones

(4) 1 preliminery wodel of the power supply and gain
scatrol for the type BA, CA and DA microphonss. The following is
the nomenclature for the various microphones.

Type B - Std. length magnet

Type B-A - Cut down magnet vith awplifier
Type C-A - 8td. length with

Type D-A - Cut down magnet with mplifier (Shoe heel)

The circulit diagram cf the power supply and the response curves
for the B and B-A are attached to this report. It should be noted that

b. In discussing new microphone projects
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b. In &iscussing new microphone projects wi 25X1
two possible progrems svolved. The first would be move of a
a8 no nav microphone structure is being cemsidered.
Briefly wauld propose to build a unitized microphone oopsisting of
the following, as illustrated:
(1) Probe & Bousing
(2) Miarophone
(3) rplifiers
(3) Power box snd metching umit
The besic miorophone element would utilise & cut down megnet strueture
similar to that already used on the type B-A microphone. The overall
dimension of the mlercphione would be sbout 7/8” x 1/2". Aa importent
detached from

being prepared and will be sent to AFD for evalustion.

The second microphons project discusesd is a resemrch progrm
vhose end projuct vould result in s unitized microphone similar to that

described sbove with the sxception of size. It would be the sim of this

progrem to all the micropbens slements (prode-mike snd emplifier)
%o less than 1/2" diameter and also to keep the lengths of the warious
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The directivity of the unit should de the product of the circular ring,
directivity snd the directivity psttern associsted with the line micro-
phone with progressive delay.

The varicus prototype line microphomes built previously (i.e.,

evaluate as many different types of ble directicosl sicrophone designs
and assemble all the possible demigns so & final choiee can Do made
if any of them come nesxr to meeting operetional regquiremants. Binee the

expenditure rate on this program
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e. P-302 - Cordless Earphones: Work on this project is Jjust
beginning and initial investigations are being begun at adbout 500 XC to
S M. It is expected that there will be more definite results to
on by the naxt project monitor.

Distributions
orig. P-189 v/att
1-P-119B
1-p-185
1-p-202
1-Dr. Gorton
1-Chrono

u/mi Vot (5 Mar 57)
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